Method for measurement of maximal isometric muscle strength with special reference to the fingers.
A method for measurement of the maximal isometric muscle strength in the fingers is presented. Details of the apparatus designed for avoidance of hysteresis in mechanical components on measurement of low strengths are given. The measurement of low strengths is described. The measurement procedure is simple both for examiner and for the subject. Values for finger muscle strength in normal persons are presented.